
Mail To: Bill To:

Jon Colin Gallaway Shulock

Gallaway Safety and Supply Gallaway Safety and Supply

PO Box:: 128 PO Box:: 128

Eighty Four, PA 15330 Eighty Four, PA 15330

email: Sales@Gallawaysafety.com

email: colin@gallawaysafety.com

phone: 412 973 0937 Phone: 724 239 3999

Dear Mr. Gallaway

Thank you for consulting TRI/Environmental, Inc. (TRI) for your materials testing needs.  

TRI is pleased to submit this final report for laboratory testing.

Project: Glove Impact Testing

TRI Job Reference Number: 64599

Material(s) Tested:  Glove(s)

GS1 and GS2

Test(s) Requested: Impact Resistance ( ANSI / ISEA 138)

If you have any questions or require any additional information, please call us at

1-800-880-8378.

Sincerely,

Mansukh Patel

Technical Director

Materials Services

June 17, 2021

mailto:csebastian@precisionlabs.net


Sample Identification: GS1 and GS2
Test Performed: Impact Resistance ( ANSI / ISEA 138)

Test Date

lbs kN Test Equipment: Impact tester

Thumb 1016 4.52

Finger 1 872 3.88

Finger 2 931 4.14

Finger 3 985 4.38 Both Gloves: Fingers

Finger 4 937 4.17 lbs kN

Thumb 896 3.99 Max 1016 4.52

Finger 1 875 3.89 Mean 872 4.11

Finger 2 902 4.01

Finger 3 907 4.04

Finger 4 909 4.05

lbs kN

Knuckle 1 892 3.97

Knuckle 2 1152 5.13

Knuckle 3 985 4.38

Knuckle 4 1133 5.04 Both Gloves: Knuckles

Knuckle 1 901 4.01 lbs kN

Knuckle 2 869 3.87 Max 1152 5.13

Knuckle 3 920 4.10 Mean 970 4.32

Knuckle 4 908 4.04

Visual Observation: No part of glove cracked nor shattered

Table 1, ANSI 138: Classification for Impact Level 

1 < 9 <11.3

2 < 6.5 < 8.1

3 < 4 < 5

Performance 

Level
Mean (kN) All Impact (kN)

Test Tech: Brian

6/17/2021 Finger

LEFT Glove            

GS2

 Knuckle

LABORATORY TEST REPORT

Client: Gallaway Safety and Supply
Project: Glove Impact Testing

TRI Log #: 64599

Right Glove            

GS1

Peak Force

Peak Force

Performance level as per ANSI ISEA 138-2019 (Section 6): 2 (Two)

Right Glove            

GS1

LEFT Glove            

GS2


